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Serial: 04 
Model: OTQ 

Shop Calibration Performed: Mon Oct 17 09:16:51 2016 
Before Survey Verification Performed: Mon Aug 10 14:17:03 2015 
After Survey Verification Performed: Sat Sep 14 11 :11 :58 2013 

Shop Calibration 

Readings References Results 
Zero Cal Zero Cal Gain Offset 

Short 0.932 47.415 0.500 50.000 Ohm-m 1.065 -0.493 
Long 2.768 189. 120 2.000 200.000 Ohm-m 1.063 -0.941 

lEE 23.600 5775.040 counts 0.026 6.320 A 
VSN 140.040 6593.240 counts 2.671 125.758 v 
VLN 75.960 1669.300 counts 1.449 31.840 v 

Before Survey Verification 

Readings References Results 
Zero Cal Zero Cal Gain Offset 

Short 595.689 100.690 284.622 100.605 Ohm-m 0.372 63. 173 
Long 1048.540 102.773 545.833 102.665 Ohm-m 0.469 54.508 

lEE 60. 120 4905.320 counts 0.066 5.368 A 
VSN 402.360 5549.220 counts 7.675 105.845 v 
VLN 177.060 1416.000 counts 3.377 27.008 v 

After Survey Verification 

Readings References Results 
Zero Cal Zero Cal Gain Offset 

Short 40.270 101.200 40.249 101.201 Ohm-m 1.000 -0.035 
Long 142.491 102.843 142.638 102.842 Ohm-m 1.004 -0.383 

lEE 213.380 7077.580 counts 0.234 7.746 A 
VSN 96.540 8047.160 counts 1.841 153.490 v 
VLN 85.400 2044.440 counts 1.629 38.995 v 

After Survey Verification compared to Before Survey Calibration 

Zero Cal 
Before After Before After 

Short 284.622 40.249 Ohm-m 100.605 101.201 Ohm-m 
Long 545.833 142.638 Ohm-m 102.665 102.842 Ohm-m 

Gamma Ray Calibration Report 

Serial Number: 04 
Tool Model: ELOG 
Performed: Wed Jan 27 16:07:18 2016 

Calibrator Value: 162.0 GAP I 

Background Reading: 101.7 cps 
Calibrator Reading: 326.7 cps 

Sensitivity: 0.7200 GAP I/ cps 
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DVr\.C.IU. DUit::IIUit:: I.U. 

BOTTEMP: Bottom Hole Temperature 
CASEOD : Casing O.D. 
CASETHCK : Casing Thickness 
PERFS : Perforation Flag 
RM_MEAS_R : Mud Resistivity Measured 

r\.IVI_IVIC.f-'\0_1 . IVIUU I t::lllf.Jt::IOlUit:: I VIt::Q;)Uit::U 

RMF : Resistivity of Mud Filtrate 
RSH : Resistivity of Shale 
SPSHIFT : S.P. Baseline Offset 
SRFTEMP : Surface Temperature 
TDEPTH : Total Depth 



Pacific Surveys 
a full service geophysical wei/logging company 

Water Quality Analysis 

Company: Cascade Dri lling Date: 
Well: PW-15 Run: 
Field: Colton Job Ticket: 
State: CA Total Depth: 

Rmf@ Temp: 4.36 Temp: 73.2 
Corrected Rmf @ 75 degree F: 4.26 
Rm@Temp: 4.6 

S.P. Rwe Rw NaG/ IRW NaHC03 EC 
Depth mV ohm-m ohm-m ohm-m NaG/ 

232 ft to 290 ft -10.00 3.1 3.3 3.9 3050.1 
290 ft to 340 ft -15.00 2.6 2.7 3.2 3724.6 
350 ft to 515 ft -20.00 2.2 2.2 2.6 4548.4 

Class I : Less than 700 ppm (mg/1) Excellent to Good Quality 
Class II : 700 to 2000 ppm (mg/1) Good to Injurious Quality 
Class Ill: More than 2000 ppm (mg/1) Injurious to Unsatisfactory 

umhos 
NaHC0 3 

2592.5 
3165.9 
3866.1 

17-0ct-1 6 
One 
22075 
548ft 

T.D.S ppm Remarks 
NaCI NaHC03 

1616.5 2592.5 Class II and III 
1974. 1 3165.9 Class II and III 
2410.6 3866.1 Class III 

This interpretation represents our best judgement based on given values. Since all interpretations are opinions based solely on interference frorr 
electrical and other measurements, we can not and do not guarantee the accurancy or correctness of this interpretation and shall not be liable for 
any cost, damages or expenses that may be incurred from this or any other interpretation. 

800.919.7555 
909.625.6262 

4456 via st. ambrose 
claremont ca 91711 

fax: 909.399.3018 


